[Results of intralaboratory quality control in the study of acid-base balance and water-electrolyte balance].
Diagnosis of emergences is one of the important objectives of laboratory studies. The present views of critical states and of the modes of their correction make requirements for the quality of conducted studies and that of the apparatuses used in these studies. The present study was undertaken to determine the intra- and interseries reproducibility of the quality of measurement on a Rapidlab 800 gas analyzer (Bayer). The study has indicated that intra- and interseries quality control on the Rapidlab 800 gas analyzer (Bayer) complies with the requirements for the analytical devices used to study acid-base and water-electrolyte balances.